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Abstract — This paper presents our contribution to vision based 
robotic assistance for people with disabilities. The rehabilitative 
robotic arms currently available on the market are directly 
controlled by adaptive devices, which lead to increasing strain 
on the user's disability. To reduce the need for user's actions, 
we propose here several vision-based solutions to automatize the 
grasping of unknown objects. Neither appearance data bases 
nor object models are considered. All the needed information 
is computed on line. This paper focuses on the positioning of the 
camera and the gripper approach. For each of those two steps, 
two alternative solutions are provided. All the methods have been 
tested and validated on robotics cells. Some have already been 
integrated into our mobile robot SAM. 

I. Introduction 

This work relates to robotic assistance for disable people, 
where autonomous robotic systems are designed to compen- 
sate for a human motor disability. We propose solutions for 
the grasping of any object within a domestic environment such 
as an apartment. Providing a robust, generic and easy-to-use 
solution to improve the user's interaction with their personal 
environment would largely increase their autonomy. 

Contrary to an industrial environment [19], the domestic 
environment is highly unstructured. Thus, the robotic system 
needs exterioceptive sensors to adapt its behavior to the current 
situation. Vision sensors are almost always used: this sensor 
is quite cheap, the acquired information is very rich, and it 
can even be directly used as feedback for the user. 

A. State of the art 

Before starting a grasping procedure, a robotic system first 
needs to extract information on the object from the visual 
input. In order to handle any object shape and appearance, it 
is necessary to make some assumptions on the situations the 
robot can handle. 

Some approaches propose to constrain the possible locations 
for the object. For example, [11] assumes that the scene is 
known and uses a simple image difference with the known 
background to localize the object. The project FRIEND II 
reduces the grasping area to a tactile tray fixed on an instru- 
mented wheelchair [24]. 

Since the user would like to operate anywhere in his home, 
it is difficult to constrain the grasping place ; assumptions must 
then be made on the objects themselves. Some solutions rely 
on a data base of objects which is used to recognize the scene 



observed by the camera. In [14], the object recognition and 
pose estimation is performed by comparing SIFT descriptors 
[17] and color histograms with the database. Object tracking 
methods like [15, 5] suppose that an object model is known 
(respectively a sparse 3D model and a structured one). 

Instead of requiring the knowledge of all possible objects 
several methods propose to infer the object characteristics or 
shape in order to get a set of object categories that are then 
used to guide the robot toward the grasping position. In [20], 
a set of rendered 3D models are used as a training database. 
A supervised learning stage enables an object to be associated 
with one of the five obtained categories, and from there selects 
the best grasping position. The MOVAID project [22] uses a 
mixed fuzzy logic/neural network module to select the best 
grasping position. 

Naturally, the user expects to be able to grasp any object in 
his environment. Nevertheless, no machine learning or object 
recognition technique can succeed in handling every kind of 
object. It is thus necessary to provide solutions to deal with 
unknown objects, at least as a complement to these methods. 
In this context, several approaches propose to infer the object 
characteristics from its observed shape. The 2D structure of 
the object can be used to determine the grasping position, such 
as its skeleton [11] or its 2D moments [19]. Some approaches 
rely on implicit 3D functions to model the object's 3D shape, 
using active vision to refine the estimated parameters [25, 10]. 

In most of the robotic systems, the camera is embedded onto 
the arm gripper (eye-in-hand configuration) and the object is 
supposed to be directly within the camera field of view (FOV). 
Nevertheless, the perception of the environment around the 
arm is strongly restricted, and there is little chance that the 
above requirement is met, especially when the arm is mounted 
on a mobile unit. Few methods address this problem. It is 
usually solved by using an external additional camera (eye- 
to-hand configuration). In [12] an initialization step ensures 
that a moving object detected by the eye-to-hand camera falls 
within the embedded camera's FOV. [14] adds a wide FOV 
stereo rig to orientate an eye-in-hand stereo rig toward the 
object direction. 

B. Our system philosophy 

Our robotic system has been designed to observe the fol- 
lowing constraints: (i) no assumption is made on the scene 



structure surrounding the object to grasp, (ii) no a priori 
information on the object appearance (no 3D model, no image 
database) is used (iii) the user's actions are reduced to a 
minimum. 

In this paper, we propose two alternate solutions to address 
situations where the object is not directly inside the embedded 
camera FOV (section II). We then investigate the automatic 
positioning of the arm in front of the object (section III). 

Since there is not a unique solution to perform vision- 
based grasping, it is possible to provide several concurrent 
methods, with different physical architectures and algorithmic 
assumptions. The best solution can then be selected depending 
on the user's situation, and his personal preferences. 

The current design of our robot SAM [18] is a result of 
discussions with end users, especially from the APPROCHE 1 
group. One of their main concerns was to avoid creating a 
bulky wheelchair: some users were indeed complaining about 
the increased size of a wheelchair with an embedded arm, 
preventing them from moving freely in their apartment [8]. 

SAM (see Fig. 1) is made of a mobile platform (MPM470 2 ) 
and a MANUS arm 3 . The mobile unit offers ready-to-use 
solutions for self-localization and navigation (thus we suppose 
in this paper that the desired object is reachable by the 
arm). The MANUS arm is the most widespread arm within 
the rehabilitation field [1]. The user interacts with the robot 
through a remote HMI designed to minimize the user's action. 

II. Arm orientation toward the object direction 

The very first step to start any vision-based grasping is to 
get the object within the embedded camera FOV. We propose 
to use an eye-to-hand camera to get a global view of the 
environment. A single click on this view gives SAM enough 
information to move its eye-in-hand camera so that it's FOV 
holds the object. Two alternative solutions are described, using 
respectively a catadioptric sensor and a pinhole camera. 

A. Arm positioning with a catadioptric sensor 

The appeal of an omnidirectional camera is that a single 
acquisition gives a 360° view of the environment. The mirror 
in our sensor has been worked out to get a vertical FOV wide 
enough to see an object from the floor up to 1.30 m high [4]. 

The omnidirectional camera is mounted on the MANUS 
shoulder (see Fig. 2(a)), i.e. its first joint. The direction of 
the first axis remains constant within the panoramic view. 
Furthermore, there is a direct mapping between an image x- 
coordinate x Qp and the corresponding first joint angle q p . Let 
x qo be the constant first joint projection onto the panoramic 
view. Then the motion to perform, such that this joint points 
toward the selected direction, is: 
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where xm denotes the horizontal length of the panoramic view. 

1 association promoting the use of robotics platform by disabled people 

2 designed by Neobotix: http://www.neobotix.de 

3 designed bu ExactDynamics: http: //www. exact dynamics . nl/ 




Fig. 1. SAM: a Manus arm mounted onto the MPM470 mobile platform. 
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Fig. 2. Panoramic-based arm positioning: (a) the omnidirectional camera 
mounted onto the MANUS first axis, (b) the panoramic-embedded camera's 
relation when the second one is correctly aligned. 



The eye-in-hand camera's optical axis is to be aligned with 
the axis passing the optical centers of the two cameras, so that 
the embedded camera acts as if it was rigidly linked to a virtual 
axis centered on the base frame. As soon as this alignment is 
achieved, the motion to perform to see the direction indicated 
by the user with the embedded camera is: 
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where (x c , y c ) are the embedded camera frame center coordi- 
nates expressed in the base frame. This method ensures that the 
vertical 3D line going through the indicated point is centered 
in the eye-in-hand view. 

Figures 3 and 4 illustrate this method. The left image of 
Fig. 3 is the initial embedded camera FOV. The desired object 
(a coffee box) is not visible. Fig. 4 is the panoramic view 
provided to the user. The right picture of Fig. 3 is the view 
given by the camera after the positioning of the arm onto the 
object. 

This method has been assessed and verified during one 
month within four French medical centers 4 , by 24 valid and 20 
tetraplegic people. Even though the user feedback was globally 
positive, some constraints were considered as drawbacks by 
some people. The first complaint was that the image resolution 

4 CRF Coubert, CHU Reims, Center Calve at Berck sur Mer, and CHU 
Raymond Poincare at Garches 




Fig. 3. Panoramic-based arm positioning: images acquired by the embedded 
camera before and after the motion. 




Fig. 4. Panoramic view provided to the user before the arm positioning. 
Red crosses: positions that can not reach the first joint. White line: first axis 
position. Blue line: initial FOV of the camera (left picture of Fig 3). Green 
line: desired camera direction, given by the user with one click. After the arm 
positioning, the embedded camera gives the right picture of Fig 3. 



is not sharp enough, especially on the lower part of the 
image-corresponding to the central area of the acquired view, 
described by fewer pixels. Another complaint was that this 
solution does not control the gripper's height, and may need 
additional user action to adjust the gripper vertically to see the 
object. 

B. Arm positioning with an eye-to-hand pinhole camera 

In this section, the eye-to-hand imaging is done by a pinhole 
camera. Given the user's click on this view and the calibration 
of the system, the object coordinates along the x and y axes 
within the eye-to-hand camera frame are directly obtained. 
However, the depth of the object remains unknown, and thus 
we get a set of candidate positions within the eye-in-hand 
camera frame corresponding to an epipolar line. The method 
proposed here consists of scanning this line with the eye-in- 
hand camera and detecting the location of the object by image 
processing [7]. 

1) Surfing on the epipole: The geometrical relations de- 
scribing a scene observed by two cameras can be summarized 
by the essential matrix 2 Ei: 
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which indicates that the point corresponding to the clicked 
point : p belongs to a line in the eye-in-hand view, the epipolar 
line 2 Ei 1 p. The essential matrix is directly defined by the 
relative position of the two cameras. Thus, if the defined line 
is scanned by the second camera, the corresponding point 2 p 
will necessarily be observed. 

The epipolar line is scanned using visual servoing. Visual 
servoing aims to reduce the difference e s = s — s* between a 
visual feature value s observed by a camera, and its desired 




Fig. 5. Experimental setup, with a cluttered scene. The red line, defined by 
the user click, is the epipolar line that is covered by the embedded camera. 



value s*. This minimization is performed by moving the 
camera with a velocity deduced from [3]: 

r c = -AL+e s , (4) 

where A is a positive scalar, and L s is the interaction matrix 
linking the variation of the feature position to the motion of 
the camera. In order to scan the line, we use a redundant 
control law involving two tasks. The first task, ei , controls the 
orientation of the camera (i.e. the arm) so that the epipolar line 
stays horizontal and centered in the embedded view, while the 
second task, e2, handles the camera motion along this line. 
The control law is [3]: 
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The redundancy framework ensures that the epipolar line 
centering (primary task) remains satisfied by requiring the line 
covering task to operate onto the null space of Li. 

2) Bayesian object detection: The visual appearance of the 
object is defined by the region around the user's click in the 
eye-to-hand view. The object's location is thus obtained by 
comparing this description with the ones acquired by the eye- 
in-hand camera during the line scanning. 

The reference and all the candidate zones are characterized 
by SIFT descriptors [17], and each couple reference-candidate 
view is searched for matches. Each match gives a confidence 
in the underlying object depth. Finally the depth having the 
highest score is associated with the object. The object is finally 
brought back to the eye-in-hand camera FOV. 

3) Experimental results: This method has been applied ex- 
perimentally and validated on a robotic cell (the experimental 
setup is displayed on fig. 5). Figure 6 presents views before, 
during and after the arm navigation. The object is always 
correctly brought inside the camera FOV. 

III. Grasping unknown objects 

Both of the previous stages ensure that the camera position- 
ing requirement (defined at the end of Sec. I- A) is met. This 
section proposes two different solutions for the autonomous 
object grasping. The first one (section III- A), based on a 
stereo virtual visual servoing, can handle textured objects. The 
grasping strategy consists in servoing the translational degrees 




Fig. 6. Method illustration : (a) eye-to-hand view, with the user click (b) 
initial eye-in-hand view, with the current epipolar line in green and its desired 
position in red, (c) view during line scanning, (d) final FOV of the camera. 



of the arm to bring the gripper in front of the object. The 
second one, based on an active estimation of the object shape 
(section III-B) leads to a more accurate grasping position, but 
needs an additional exploration step. 

A. Stereovision-based object grasping 

This first solution compensates for the lack of information 
on the object to grasp by embedding a stereo rig on the gripper 
(see Fig. 7). It relies on a tracking method estimating at each 
iteration the object pose within the camera frame, in order to 
guide the arm just in front of the object. This pose estimation 
uses the virtual visual servoing framework that reuses the 
principle of visual servoing (see eq. (4)). The description made 
in [5] uses contours as visual information ; in our case, we 
consider Harris points. 

1) Sparse Object Model estimation: The virtual visual 
servoing needs an object model to realize the estimation of 
the object pose ; information that we do not have. Thus, an 
estimation of this model has to be performed on-line. The 
advantage of a stereo rig is that 3D information can be directly 
extracted without moving the arm. 

The input of the process is a box surrounding the object 
defined by the user on a remote display- which can be done in 
only two image clicks. First, Harris points are extracted from 
the region of interest, and their relatives are searched within 
the second view ; we use the differential tracker KLT [21]. 
Thanks to the stereo rig calibration, a sparse 3D model of the 
object can then be built. 

2) Vision-based arm positioning: During the motion, the 
points are tracked in each optical flow with KLT. The pose 
estimation is done with a stereo implementation of the virtual 
visual servoing, as in [5]. 

The grasping strategy consists of controlling the transla- 
tional velocities of the arm to move toward the object while 
centering the box's centroid. Its desired position is about 200 
mm from the gripper frame, i.e. about 5 cm from the gripper's 
fingers. 




Fig. 7. Stereo rig used to bring the gripper just in front of the object. When 
the cameras are too close to the object, a blind forward motion is performed 
so that the object enters the gripper. This is detected by an optical barrier (b). 
The gripper is then closed, applying a pressure controlled by load cells (c). 




Fig. 8. Cup tracking. Only the right image is shown. The first view is the 
initial one where the box has been defined. 




Fig. 9. Example of objects correctly grasped (cards, can, book, bottle). 



3) Experiments: Figure 8 illustrates the tracker behavior 
on a classical object. The box defined by the user is correctly 
tracked even when the object undergoes rotations. 

This technique has been integrated into SAM, and intensively 
tested during clinical evaluations and several demonstrations. 
Figure 9 shows a variety of textured objects that have been cor- 
rectly tracked and grasped. Figure 10 illustrates the position- 
based control of the arm. It shows the classical exponential 
decrease of the error. 

This method presents two main advantages: (i) it is very 
easy to launch: only two user clicks are needed to define the 
box (ii) no 3D a priori information is required, since all the 
needed data is automatically extracted from the visual input. 
Furthermore, the initialization step is not time consuming: 
once the user has defined the box, the sparse model is 
estimated in around 100 ms, and the arm guidance toward 
the object starts almost directly. 

However, this grasping strategy fails when the grasping 
position should be associated to the object's shape and pose, 
e.g. an object lying on a table or with special features (tea cup 
with an handle). 

In order to obtain a more suited strategy, it is then necessary 
to extract more information on the object. 

B. Rough 3D shape estimation by active vision 

The definition of a better grasping position implies to 
estimate the object shape on-line. We suggest that the objective 
here is not to get an accurate object reconstruction, but rather 
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Fig. 10. Visual servoing on the card box (see Fig. 9): object center position 
error (in mm) vs iteration. 




Fig. 11. Quadric fitting scheme. Within each view, the real object shape 
projection (in yellow) is approximated by a conic (in green). The projection of 
the estimated quadric is in red. The optimization process consists in reducing 
the difference between the quadric projections and the measured conies. 



to gather enough information, i.e. the pose and the rough size 
of the object, to allow a manipulator to grasp it by aligning 
the gripper with its minor axis while being perpendicular to 
its major axis. 

This approach is based on contour analysis and on implicit 
3D reconstruction methods [6]. 3D shapes are represented 
by quadric s. They have the nice property of projecting on an 
image plane in conies, which provide compact representations 
that are easy to extract. The reconstruction scheme is the 
following: get several views of the object at different camera 
locations, track the conies in the acquired views, and use 
the parameters of the conies to estimate by minimization the 
parameters of the corresponding quadric (see Fig. 11). The 
quality of the reconstruction obviously relies on the locations 
of each acquired views. Hence we also propose to use active 
vision in order to determine the next best view. 

1) Contour extraction: Active contours are used to extract 
the points of the object's edge [13]. We use a parametric 
formulation of the active contour [2] which is more robust than 
the classical formulation based directly on point motion. The 
use of such techniques adds two assumptions: (i) the object is 
entirely seen in every view (it is ensured by the active vision 
step, see III-B.4), (ii) the object can be segmented from the 
scene without resorting to either prior knowledge about its 



appearance or to an a priori known model. 

As an input, the active contour algorithm needs an initial 
box almost surrounding the object. This information can be 
provided by the method used to get the object inside the 
embedded camera FOV (see previous section). Note that one 
click is even sufficient. Indeed, if the click is almost at the 
center of the object, the scale of the box can be automatically 
obtained by studying the object intrinsic scale [16], 

In each view, the active contours extraction gives a set of 
2D image points x = (x : y, 1) (in green in fig. 11) that belong 
to the apparent contour of the object. 

2) Conic parameters estimation: The points extracted by 
the active edge detector are then used to estimate the corre- 
sponding C3X3 conic parameters such that [26]: 



g(x,c) =x T Cx, 



(6) 



This computation is performed for each considered view, and 
the obtained Cj conic parameters are stored along with the 
corresponding camera positions. 

3) Quadric representation: This step consists of estimating 
the quadric parameters whose projection best fits the data 
stored in the previous step. 

The equation of a quadric expressed in the Cartesian refer- 
ence frame, 7Z W , is such that: 
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where ™X = (X W ,Y W: Z W: 1) are the homogeneous 3D 
coordinates of a contour point expressed in 1Z W , and W T is 
the symmetric positive matrix associated with the quadric. 

Given an estimation of the quadric parameters W T and the 
camera calibration (extrinsic and intrinsic parameters), we can 
compute the corresponding projections C in every view taken 
by the eye-in-hand camera. Thus, the quadric parametriza- 
tion that best fits the observed object shape is the one that 
minimizes the error between the measured conies C and the 
projected ones, C. This quadric is obtained by minimizing the 
following cost function: 
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where i E [0, 5] is the index of the i th conic parameter and 
j E [0, N] the index of the j th view. 

As in [25], we can solve this problem using non-linear 
minimization techniques. In order to cope with potential noise 
in the edge points extraction, we propose to us a robust 
Levenberg-Marquartd minimization algorithm [23]. 

4) Active vision to cope with ambiguities: The quality of 
the estimation of the quadric parameters strongly depends on 
the different views used to describe the object. For instance, 
views taken too closely to eachother will provide a bad 
estimation of the quadric. 

Active vision is used to define the best camera position to 
describe the object. [25] proposed to use the uncertainty of 
the parameter estimation to control the camera displacement. 
They highlight the link between the uncertainty and the 




Fig. 12. Object reconstruction results: the two first images are examples of 
active contours. Last image illustrates the final object frame estimation. The 
blue and red arrays are respectively the major and minor axis of the object. 



covariance matrix on the quadric parameters resulting from 
the optimization process. The basic idea is to move the camera 
to the position that generates the most information about the 
most poorly estimated parameters. 

Instead of computing the minimum of the determinant of the 
covariance matrix like in [25], we select the next best view by 
minimizing the Froebenius norm of the covariance matrix. It is 
indeed less time consuming and has the advantage of avoiding 
the local minima that occur as soon as one of the parameters 
is well estimated. 

Here, we face a non linear minimization problem without 
analytic Jacobian computation. Thus the optimisation is done 
with the Simplex method of Nelder and Mead [23]. 

This method is used to compute the translational compo- 
nents of the camera velocity. The rotational component is 
deduced by visual servoing [9], so that the projection of the 
centroid of the estimated quadric remains in the center of the 
image plane. 

5) Experimental results: A frame attached to the object can 
be computed directly from the parameters of the estimated 
quadric, as shown in Figure 12. 

At the end of the reconstruction process, the gripper is 
aligned with the object frame using 3D servoing and then 
moved toward the object in order to grasp it. The quadric 
parameters can be continuously refined until gripper closure. 
Since our reconstruction process is directly based on object 
contour extraction in the images, the solution is very fast, 
allowing us to compute the object shape in real time and to 
use it in a closed-loop grasping task. The proposed solution 
is fully generic and works for any roughly convex object. We 
are currently integrating this grasping procedure on the SAM 
platform (current experiments use the Afma6 arm). 

IV. Conclusion 

This paper has presented different solutions to orientate a 
robotic arm in the direction of an object and then to grasp 
it. In all the techniques proposed, we have minimized the 
assumptions on the grasping environment and on the object 
appearance, so that the system can handle a wide range of 
situations. The use of our solutions does not require the user 
to have any technical expertise, and needs a very small number 
of clicks. Furthermore, the solutions for the two problems 
addressed can easily be combined, depending on the robot 
structure, the user need, and/or convenience. 

Some of these techniques have been evaluated by disabled 
subjects with a static robot. We are preparing evaluations 



involving a mobile unit. The methods validated on robotic 
cells are currently integrated on SAM, and will be soon tested 
by the envisioned end-users. 
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